GAS [Wikal|

A Division of WIKA SFs Center of Excellence

Certificate of Calibration

Certificate number: 0547

Date of issue: 12.07.2011
Customer: WIKA INSTRUMENTS LTD. (Canada)
Customer Address: Alltemp Sensors, 3103 Parsons Road,

Edmonton AB T6N 1C8, Canada

Customer Order-Number: 20505920
Instrument: SF6-Aciditor
Serial-Number-SO.-Sensor: 01.18145405 071
Measuring range: 0 - 20 ppm,
Measurement performed: 12.07.2011
Laboratory temperature: 23.91+£02°C
Laboratory humidity: 36 +10 % rh

The SO, sensor was calibrated using a certified gas mixture by Linde with a
concentration of 16.6 ppm, £ 0.3 ppm, SO in SFe.

Measured concentration of SO, / ppm, Deviation / ppm,

16.5 0.1

The result complies with the manufacturer specification of 1 ppm, accuracy.

Alexangier Wiegand SE 8 Co.KG

Str 15
22 i

f B1C
Samr azovic
WIKA Alexander Wiegand Kommanditgesellschaft: Sitz Klingenberg Amtsgericht Aschaffenburg HRA 1819 Commerzbank Aschaffenburg Sparkasse Miltenberg
SE & Co. KG Komplementérin: WIKA Vewvaltung SE & Co. KG Sitz Klingenberg Amtsgericht Aschaffenburg HRA 4685 BLZ 795 400 49 BLZ 796 500 00
Ottg-Hahn-Str. 15 Komplementérin: WIKA | SE Sitz Kii g Amtsgericht Aschaffenburg HRB 10505 Kto-Nr. 1041 177 00 Kto-Nr. 430 106 294
44227 Dortmund Vorstand: Alexander Wiegand Vorsnzenderdes Aufsichtsrates: Dr. Max Egli IBAN DES57 7954 0049 0104 1177 00 IBAN ~ DE44 7965 0000 0430 1062 94
GERMANY USt-Id.-Nr.(VAT-ID): DE131878642 WEEE-Reg.-Nr. DE 927 703 72 SWIFT COBADEFF795 SWIFT BYLADEM1MIL



